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Position Paper: Extending Credibility
Assessment of In Silico Medicine Predictors to
Machine Learning Predictors
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Abstract—There are several situations where it would
be convenient if a quantity of interest essential to support
a medical or regulatory decision could be predicted as a
function of other measurable quantities rather than mea-
sured experimentally. To do so, we need to ensure that in
all practical cases, the predicted value does not differ from
what we would measure experimentally by more than an
acceptable threshold, defined by the context in which that
quantity of interest is used in the decision-making process.
This is called Credibility Assessment. Initial work, which
guided the elaboration of the first technical standard on
the topic (ASME VV-40:2018), focused on predictive mod-
els built from available mechanistic knowledge of the phe-
nomenon of interest. For this class of predictive models,
sometimes called biophysical models, a credibility assess-
ment practice based on the so-called verification, Valida-
tion, Uncertainty, Quantification and Applicability (VVUQA)
analysis is accepted. Through theoretical considerations,
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this position paper aims to summarise a complex debate
on whether such an approach can be extended to predictive
models built without any mechanistic knowledge (machine
learning (ML) predictors). We conclude that the VVUQA can
be extended to ML-based predictors; however, since there
is no certainty that the features used to predict the quantity
of interest are necessary and sufficient, according to the
VVUQA framework, such credibility assessment is limited
to the test sets used for the validation studies. This calls
for a Total Product Life Cycle approach, where periodic
retesting of ML-based predictors is part of post-marketing
surveillance to ensure that no “unknown bias” may play a
role.

Index Terms—In silico methodologies, credibility of
predictors, machine learning, total product life cycle.

|. INTRODUCTION

N Silico Medicine, defined as the use of computer modelling
I and simulation in healthcare, is growing exponentially. But
before a predicted quantity can be used to support a clinical deci-
sion (Digital Twins in Healthcare) or to assess the safety and/or
the efficacy of anew intervention (In Silico Trials), the credibility
of the predictor must be demonstrated and documented. The
process through which the credibility of a predictor is assessed
depends on the predictive model form; in particular, it is quite
different if the model is built using explicit knowledge', for
example, codified in differential equations (hereinafter referred
to as biophysical models) or using implicit knowledge inferred
from a data set using some training process (hereinafter referred
to as Machine Learning (ML) models). While there are now
procedures to assess the credibility of biophysical models for
in silico medicine, based on the well-established engineering
practice of verification, validation, uncertainty quantification
and applicability analysis (hereinafter simply VVUQA), how
to extend such practices to assess the credibility of machine
learning models remains an open problem.
To date, the only technical standard that codifies a process to
assess the credibility of an in silico model used in medicine is

'We use the term explicit knowledge to indicate the causal knowledge of a
physical phenomenon produced through the scientific method (for example, the
second law of dynamics). We use the term implicit knowledge to indicate the
causal knowledge that may be hidden in a dataset and that we can try to infer
through machine learning procedures.

© 2025 The Authors. This work is licensed under a Creative Commons Attribution 4.0 License. For more information, see
https://creativecommons.org/licenses/by/4.0/
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the ASME VV-40:2018 [1]. The standard proposes a risk-based
selection of the credibility targets for computational models
used to support medical device development and evaluation,
which are then assessed using the typical VVUQA practice for
biophysical models. De facto, while the concept of risk-based
credibility assessment is general, the concrete application of
the VV-40:2018 is currently limited to biophysical models for
which this practice is defined. There is now extensive literature
documenting the VV-40 to various types of biophysical in silico
medicine predictors [2], [3], [4], [5], [6].

While the VVUQA emerged as an engineering practice, there
is now a theoretical framing [7] that can be used to explore exten-
sions of this paradigm to other model forms. For example, such
an approach was used to explore how the verification process
needs to be revised when the biophysical model is implemented
through a rule-based finite state machine (agent-based model)
rather than with differential equations [8].

The authors participated in several formal and informal de-
bates organised by the In Silico World Project?, the DARE
project’, and the EDITH support action*, where it was discussed
the possibility and the difficulties in extending the VVUQA
practice and its theoretical framing to ML-based predictors. With
this position paper, we aim to condense the consensus from these
debates into a theoretically robust form.

Il. DEFINITIONS

A complete set of definitions used in this manuscript can
be found in Annex 1. For a System of Interest (SI), we define
the class of quantities that can be measured (£2), of which one
member called Quantity of Interest (w) is what we want to predict
and use the prediction for a specific purpose (Context of Use), for
which the prediction must have a minimum accuracy (acceptable
threshold) to be useful. We assume that a subset of ) (feature set)
X can be identified so that w = f(X(t), t). We expect the error in
predicting w always to be smaller than the acceptable threshold
for all cases of interest over the entire region of validity of the
predictor.

[ll. ASSUMPTIONS

To simplify the treatment, in the following we make some
assumptions:

— In general, w is a vector of quantities, but here, to keep the
treatment easier, we assume w to be a scalar quantity; the
generalisation to a vector of outputs poses some challenges
(especially if the outputs are correlated), but as a starting
point for this discussion on the credibility, we make such
assumption.

— We observe a physical phenomenon by measuring through
controlled experiments the value that several quantities
representative of the phenomenon (features) assume as
the phenomenon takes place. Inference aims to define the
relationship between the values assumed by the various

Zhttps://insilico.world/
3https://www.fondazionedare.it/
“https://www.edith-csa.eu/

features, for example, if the value of w can be expressed
in terms of the values that a subset X of features observed
experimentally assumes. Prediction is to estimate the value
of w for specific values of the subset X that have never been
observed experimentally. Machine learning models can be
used for inference or prediction. Here, we consider only
ML models used for prediction.

— We assume w is a continuous quantity. Thus, we do not
consider predictors of binary, categoric, or otherwise dis-
crete quantities here. To use ML terminology, we limit
our attention to regression models and do not consider
classification models.

— In the following, we will assume that the steps of fea-

ture selection and assessment of the predictor’s accuracy

are done separately. We acknowledge that some methods

combine the two steps (e.g., the LASSO method [9]).

Here, we limit our analysis to supervised learning, where a

set of experientially observed values for w and associated

values for the features vector X is used to train a predictor

w = f{X). We call this training set.

IV. VVUQA PROCESS FOR BIOPHYSICAL MODELS

A detailed theoretical framing of verification, validation, un-
certainty quantification, and applicability (VVUQA) analysis
can be found here [7]. Here, we provide only a high-level
description. The credibility assessment of a biophysical model is
built on the assumption that the explicit knowledge used to build
the model is true. In particular, the explicit knowledge ensures
that X is necessary and sufficient to predict w.

Still, if we conduct controlled experiments to measure both X
and w compare the measured w with the one predicted using X
and the explicit knowledge that links it to w, we will commit a
prediction error. To demonstrate the credibility of a biophysical
model, we need to:

— Calculate the prediction error for a sufficiently large num-
ber of controlled experiments and confirm that it is below
the acceptance threshold.

— Confirm that the observed prediction error can be ex-
plained in terms of known sources of error and that their
values and distribution match the expectations for that
source. Biophysical models are affected by three sources
of error:

o The approximation error one may commit in comput-
ing the model; the expectation is that the approximation
error is negligible compared to the other sources of
error.

o The aleatoric error, due to how the uncertainty with

which X is measured propagates in the prediction of w;
the expectation is that such error has a null mean, so
its effect manifests in the variance but cancels in the
mean.

The epistemic error is caused by the fact that to com-
pute w given X, we use a predictor fx() built by per-
forming some idealisations of the knowledge f{) nec-
essary to make f¥() computable or simply efficiently
computable.

[¢]
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— Verify that X values tested in the controlled experiments
are a representative sampling of the region of validity of
the biophysical model.

Biophysical models are frequently expressed with systems of
differential equations, which ensure the existence, uniqueness,
smoothness and non-chaoticity of w over X. These properties
are not granted for biophysical models built as discrete systems
(e.g., agent-based models) and need to be tested as part of the
calculation verification process [8].

V. CONCEPTUAL GENERALISATION OF MACHINE LEARNING
PREDICTORS

The complex process of developing a valid ML-based predic-
tor can be simplified, for our purposes, in three steps: feature
selection, training, and credibility assessment.

To keep the parallel with the VVUQA for biophysical models,
we will assume that the feature selection process has produced a
set of measurable quantities X. However, here, nothing guaran-
tees that X is necessary and sufficient to predict w. While this is
not a hard requirement, we exclude methods that combine fea-
ture selection and training for simplicity of exposition so that we
do not entangle the different sources of error and approximation
between the two steps of the analysis.

For the same reason, we focus on supervised learning meth-
ods here. Nothing conceptual forces us to restrict ourselves to
this class of learners; however, if we use labelled data, some
concepts, such as training residuals, are easier to explain.

The main methods for supervised learning are regression
analysis, artificial neural networks, decision trees (including
random forests), and support vector machines. Classification
methods that can be adapted as regression methods (for example,
Random Forest Regression). Native regression methods provide
a law that links the output w to the inputs X. In contrast, the
classification methods adapted to operate as regression methods
define such a law implicitly by searching for some partitioning
of the data space that provides such regression.

In both cases, the training process can be abstracted and
generalised as the search for the combination of parameters of
the predictor that minimises the norm of the differences between
the predicted values §) ; and the observed values €2;. This generic
ML-based predictor can be written as

F(X;) = where (X;,9;) € Qr, and HQ] 4y

<€
) (1
Q: is the training set, the set of (X ;, (2;) pair that we were able
to measure experimentally.

The predictor f{) is one of the set of predictors F that we
defined by assigning specific values to its parameters 8 (whose
specific form depends on the machine learning algorithm):

£(6,X;) € F(0) @)

The training of a machine learning model can be generalised
as the search for the specific predictor f{); in other words, the
search for the values € that minimise the error function E():

Nty

> llas —wil? (3)

i =0

E(6)= -

Nty

where F(0)is the error function, ny, is the number of measured
values in the training set, w; is the measured value, and w; is the
corresponding predicted value.

VI. EXTENSION OF THE VVUQA TO ML-BASED
PREDICTORS

Given this generalisation of ML-based predictors, we can now
see if the VVQUA approach can be extended also to ML-based
predictors.

First, we need to perform the feature selection process. Once
we have identified the relevant components to the Context of Use
for vector X, we need to define the region of validity. Biophysical
models usually derive the region of validity from the explicit
knowledge used to build the model. In ML-based predictors,
this is not the case; thus, here, we define the region of validity
by identifying the maximum and minimum values that can be
observed for each quantity in X. We have an expectation that our
ML-based predictor will have a prediction error lower than the
acceptable threshold, for any possible combinations of X within
these limits.

Once X is identified, we can generate and use the training set
to develop our ML-based predictor.

The process of determining if the computational model can
be trusted to make predictions of the system behaviour for its
context of use includes performing VVUQA analyses.

Verification: Verification is the process that establishes if the
model is implemented correctly and solved accurately. It is
typically composed of two main activities: code and solution
verification. The first relies on having a robust software quality
assurance program to minimise the occurrence of bugs in the
software. The second aims to check if the errors due to numerical
approximation are negligible compared to those due to other
sources of error [7]. The main source of numerical error for an
ML predictor is the uncertainty affecting the hyperparameters.
For ML-based predictors, properties such as existence, unique-
ness, smoothness, and non-chaoticity of w over X must also
be demonstrated. The methods can be similar to those used for
discrete biophysical systems [8].

Uncertainty Quantification: Uncertainty quantification ex-
amines the degree to which uncertainty in the model inputs
propagates into uncertainty in the model outputs. As for bio-
physical models, the aleatoric error in ML models is due to the
quantification uncertainties affecting the feature set X.

Validation: Validation addresses the question of the adequacy
of the selected models for representing the reality of interest.
The predictions of the ML model must be compared to the ref-
erence values of one or more test sets to calculate the predictive
error. To calculate the prediction error for a sufficiently large
number of controlled experiments and confirm that it is below
the acceptance threshold, we can distinguish between internal
and external validation. Internal validation occurs when a single
data collection, performed under homogeneous conditions, is
divided into training and test sets. One or more test sets with the
same experimental setting used to generate the training set are
considered to calculate how closely the predicted output matches
observations of the physical system [10]. External validation
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involves using new data collected from cohorts that differ from
those used to build the model. As with biophysical models,
the discussion on how large and diverse the set of validation
experimental data used for this step should be is complex.
However, the risk-based approach to define the severity of the
credibility assessment plan described in the ASME VV40:2018
also remains valid for ML predictors.

The other important activity considered part of validation
is the decomposition of the prediction error in its components
and the confirmation that each component behaves as expected.
The numerical component of the predictive error is estimated
through verification, and the aleatoric component is estimated
through uncertainty quantification. By eliminating these two,
what is left of the prediction error is due to the epistemic error.
In biophysical models, this is the error due to imprecisions with
which the prior knowledge used to build the model describes the
reality of interest. However, ML predictors do not involve prior
knowledge. Are ML predictors also affected by an epistemic
error? In the past, some of the authors of this paper suggested that
the answer was no [11]. However, a closer look at the problem
may suggest otherwise. An essential step in building a model,
which is also true for ML predictors, is the choice of the model
form. Such a choice carries the potential for epistemic error.

Applicability: Applicability is the relevance of the evidence
from the verification, validation and uncertainty quantification
analyses to support the use of the model in a specific context of
use. This involves verifying that X values tested in the controlled
experiments are a representative sampling of the region of
validity of the biophysical model. As with biophysical models,
applicability is also possible and necessary for ML-based pre-
dictors, but with one major caveat. In biophysical models, we
expect X to be necessary and sufficient to predict w. From this,
we can deduce that if we repeat the same validation experiment in
different conditions for similar values of X, we should observe
similar values w. This is because we are sure that there is no
unknown factor not included in the feature set X that could affect
the quantity of interest w. With ML models built using implicit
knowledge, such certainty does not exist. Nothing ensures that
if tomorrow we repeat the validation experiments in a different
setting (different hospital, different ethnicity of the patients,
etc.), we will observe for similar X equally similar prediction
errors over w.

ML-based predictors have sources of error similar to the
biophysical ones: approximation, aleatoric and epistemic. The
primary differences lie in how these errors are generated and
the processes used to calculate them. As for biophysical mod-
els, the aleatoric error is due to the uncertainties affecting X.
The epistemic error for an ML-based predictor is expected
to decrease as the training data size increases. Following this
logic, the approximation error is the residual error E() left
at the end of the optimisation process. The expectations for
these sources of errors are also similar: we would expect the
approximation error (average prediction error over the training
set) to be negligible compared to the prediction error (average
prediction error over the test sets). Similarly, we would expect
that if the measurements of X are not affected by significant
systematic error, also the component of the prediction error due

to this source has a null mean. If this is the case, the error F'(0)
calculated as quadratic mean error over the test sets, it should
represent the epistemic error (since the approximation error is
negligible and the aleatoric error has a null mean).

VII. AN ExampPLE OF VVUQA FOR AN ML PREDICTOR

To provide an example of extending the VVUQA process to an
ML predictor, we use BBCT-ML. BBCT-ML is a surrogate ML
predictor of BBCT-hip, a biophysical digital twin that predicts
the risk of hip fracture upon falling based on CT scan data of
the subject at risk [12]. The biophysical predictor has been the
subject of an extensive VVUQA assessment [6].

The BBCT surrogate ML predictor is a regression ML pre-
dictor so configured:

[e11,€33] = f([PC1— PC34], aap, BurL,p)

where f predicts the peak values for the major (¢11) and minor
(e33) principal components of the strain tensor induced in the
femur for a side fall impact force with an intensity of 1000
N. The strain values can be predicted if one knows the 34
principal component values that describe morpho-densitometry
of the patient’s femur (PC1-PC34), the two angles that define
the orientation of the femur at the impact (¢ 4 p, Barr), and the
change of the mineral density over time due to the progression
of the disease (p).

In our example, since BBCT-ML is a surrogate model, we
would expect it to have an average predictive accuracy equal to or
better than the model’s predictive accuracy. When validated in ex
vivo experiments, where strain can be directly measured, BBCT-
Hip showed an average (Root Mean Square, RMS) error of 7%
of the maximum measured strain [13]; we expect BBCT-ML
to have a better average predictive accuracy, say 5%. However,
since the predicted strain is used to decide whether a certain
impact force is sufficient to fracture the subject’s femur, defining
an acceptance threshold for the maximum predictive error is
necessary. Here, we refer to the clinical stratification accuracy of
the original biophysical model, which is around 87% [12]. Thus,
the acceptance threshold for the peak predictive error should be
1300 microstrains.

There are some ML approaches where feature selection and
hyperparameter optimisation are done simultaneously. This ap-
proach is not ideal from a credibility assessment perspective,
so it is advisable to separate feature selection from the VVUQ
process. In our example, a preliminary feature selection analysis
with the Random Forest showed that only seven of the 34
principal component modes were necessary in this training set.

At the end of the development process, we selected an XG-
Boost regression [14] as the best regression model, in which hy-
perparameters were optimised using the GridSearch algorithm
with a 5-fold cross-validation within the training set.

As an illustration of the process, we now apply the VVUQA
process to the BBCT-ML predictor. For simplicity, the reference
values (that we assume are true) are provided by the biophysical
model and not by a controlled experiment. However, to illustrate
the process, this makes no difference.
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Verification: As previously mentioned, the main source of
numerical error for an ML predictor is related to the nature of
optimisation algorithms used during training. In our example,
we considered the Grid Search algorithm [15]. A key parameter
in this algorithm is the grid spacing; to obtain the numerical
approximation, one could first repeat the hyperparameters op-
timisation with a denser grid and then see how the average or
peak predictive error changes over the training set when these
new set of hyperparameters is used. Also, for ML predictors, we
recommend extending the verification to include tests for exis-
tence, uniqueness, smoothness, and non-chaoticity conditions;
such conditions are not tested for biophysical models formulated
with differential equations because that mathematical form en-
sures their satisfaction. However, they are required for other
biophysical models, such as agent-based predictors [8].

To assess the existence condition, we run a Monte Carlo
with a Latin Hypercube over the input space, assigning equal
probability for any value between the maximum and minimum
admissible values. We kept sampling until the mean and variance
of ell and e33 that did not change significantly, adding more
samples. For this type of data, convergence is observed for 1000
samples or less. We simply check that there is no input value for
which the predictor fails to predict an output value. This test can
be replaced by analytical considerations on the mathematical
form of the predictor that ensures a solution always exists in
that input space.

To test uniqueness, for a deterministic predictor like this one,
we need to estimate the round-off numerical error by looking
at the variability of the least significant digit provided by the
calculus and confirm that it is one or more orders of magnitude
smaller than the least significant digit with a physical meaning.
For ell and e33, this least significant digit is 10 strain (or
10" microstrains). As the reproducibility of the simulation may
be affected by the input values, the test should be repeated for
multiple input sets uniformly sampling the solution space.

To test smoothness and non-chaoticity, we expand the Monte
Carlo run to assess the existence conditions by adding to each
input set variations where one of the input quantities is change +
1% and calculate the partial derivative that these small variations
induce in the predicted values. The average value of these deriva-
tives over the entire range of inputs explored should remain
small (smoothness). The maximum value of the derivative for
any input tested should also remain small (non-chaoticity).

Validation: Internal and external validation should be con-
sidered for ML predictors. Here, for simplicity, we used only
an internal validation based on 20% of the experimental data,
randomly selected, while the remaining 80% was used as the
training set. The average (RMS) error of the BBCT-ML XG-
Boost regression over this test set is 194 microstrains, while the
peak error is 1282 microstrains. Both error indicators are below
the respective acceptability thresholds. The error histogram for
€11 (Fig. 1) shows how the average error is very close to zero
(-0.2293 microstrains), suggesting no significant systematic er-
ror by the predictor.

Uncertainty quantification: Using the same Monte Carlo anal-
ysis run for the verification test, we were also able to quantify
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Fig. 1. Histogram of the prediction error for BBCT-ML.

the aleatoric uncertainty caused by the propagation through the
predictive model of the uncertainty associated with the input pa-
rameters. When measured experimentally in the cadaver studies
originally used to validate the biophysical BBCT-Hip predictor,
the two impact angles «v 4 p and S, had a reproducibility of +
1 degree. The uncertainty affecting p is obtained by CT images
through densitometric calibration. The resulting uncertainty is
£0.01 gr/year. The estimation of uncertainty for the PCA modes
is more complex, as it is related not to the reproducibility
of experimental measurement but to the fitting of a statistical
atlas to a training set. Here, we assume that +1% variation
for each principal mode used in the smoothness test is also
representative of the aleatoric uncertainty affecting those inputs.
Using the Monte Carlo simulation, we calculated how all these
uncertainties propagated into the prediction of the two principal
strain components.

Applicability analysis: The last step is to ensure that the test
sets we used for the validation are a representative sampling of
the region of validity of the biophysical model. Here, we are in a
special case, as we are not testing an ML predictor trained with
experimental data, which are inherently scarce and patchy. Being
our ML predictor a surrogate model, we produced the dataset to
train and test the ML predictor running the biophysical model
over the entire admissible range of values for each input feature.

Given the numerical error was negligible compared to the
sum of the other two, and the aleatoric error is also quite small
compared to the prediction error found in this validation study,
we can confirm that the primary source of error is the error
caused by the form of the ML predictor and the identification of
its hyperparameters. We can confirm that the observed prediction
error can be explained in terms of known sources of error and
that their values and distribution match the expectations for that
source. In particular, the prediction error for €17 (which we
know is dominated by the epistemic error) shows a very weak
correlation (CC = 0.57) with the “true” value provided by the
biophysical model. The linear regression slope is only 0.15, and
the R? = 0.32. Such a weak correlation can be easily explained,
considering that the biophysical model assumed the behaviour
of the bone tissue to be linear elastic, something which becomes
less and less true as the strain increases.
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VIIl. GENERALISATION OF VALIDITY

The mechanistic knowledge we use to build biophysical mod-
els should ensure that the features vector X is necessary and
sufficient to predict w. An important implication of this fact
is that if we repeat the validation experiments in a different
setting, there is an expectation that similar X values will be
associated with similar w values. In other words, if we repeat the
validation experiment, we should get the same results in terms of
predictive accuracy. This is because we are sure the biophysical
predictor has no “unknown bias” that may alter the quantity
of interest, even if the feature values are the same. However,
this is not the case for any predictor not entirely built using
reliable mechanistic knowledge. Indeed, ML-based predictors
are exposed to the risk of concept drift [16].

This simple fact has a profound implication from a regulatory
point of view. Since validation experiments may yield different
results when repeated in different conditions, any ML-based
predictor (and any hybrid predictor, for that matter) can only
be considered credible through a VVUQA process for the con-
ditions in which the validation experiments have been done.

This changes entirely the perspective of the credibility as-
sessment. While for biophysical predictors, the credibility can
be assessed once the applicability to the context of use has been
demonstrated, ML predictors must be re-assessed every time the
predictor is used in conditions different from those under which
the validation experiments have been conducted. This yields
the idea of periodic retesting: the additional test sets should be
collected in widely different conditions and settings to allow the
effect of eventual “unknown bias” to manifest, building trust in
the credibility of the ML-based predictor.

As already suggested in a public proposal for a regula-
tory framework for Artificial Intelligence/Machine Learning
(AI/ML)-Based Software as a Medical Device (SaMD) the FDA
published in 2019°, one possible approach to this continuous
retesting needs is what the FDA calls Total Product Life Cycle
(TPLC). According to the FDA, “throughout the total product
lifecycle, device developers and regulators take steps to ensure
that a new device can be safe and effective when used by
the patient population for which it has been designed”. The
general idea is to frame the credibility assessment in the more
general concepts of continuous risk management and of quality
assurance.

We support this approach, as far as a significant portion of it
is done as post-marketing surveillance. An ML predictor should
be assessed, following the approach of the VV-40 standard, with
a credibility assessment plan selected based on the risk analysis
of the context of use for that ML predictor (how important is the
result of the predictor in the clinical decision? How severe are
the consequences if that decision is wrong?). This will require,
in addition to the training set, the validation against one or more
test sets collected with appropriate criteria, again inspired by
the context of use. In this sense, it might be wise to narrowly
define the “context of use” of the ML predictor. After marketing
authorisation, the developer may pursue a so-called “re-labelling
change” to broaden it. With this evidence of credibility over a

Shttps://www.fda.gov/files/medical %20devices/published/US-FDA-
Artificial-Intelligence-and- Machine- Learning- Discussion- Paper.pdf

specific context of use well represented by the test sets used
for the credibility assessment, the ML predictor should receive
marketing authorisation, conditioned to its periodic re-testing.

In our opinion, this approach offers a good balance between
safety and innovation. The developers can obtain a first market-
ing authorisation with a relatively modest amount of test data,
even if for a narrowly defined context of use. They can then
organise post-marketing studies to collect additional test sets
either under the same narrow context of use (to demonstrate no
concept drift) or for a broader context of use in preparation for
a relabelling request.

IX. DISCUSSION

This position paper explored the possibility and difficulties
in extending the VVUQA practice and its theoretical framing to
machine learning models.

The generalisation of the ML learners we proposed makes
it possible to identify ML-based predictors’ sources of error
similar to those we have in biophysical models, as well as
similar verification, validation and uncertainty quantification
procedures to separate them and to check they behave as ex-
pected. The applicability analysis also retains a similar meaning
and thus can be extended to ML-based predictors. So, the answer
to the question is yes, the VVUQA practice can be extended to
ML-based predictors.

Since ML-based predictors are not based on differential
equations, the calculation verification must include evidence of
existence, uniqueness, smoothness, and non-chaoticity of w over
X. The methods adopted for calculation verification can still be
similar to those used for discrete biophysical systems [8].

However, feature identification is the real difference between
biophysical and ML-based predictors. The mechanistic knowl-
edge we use to build biophysical models should ensure that
the features vector X is necessary and sufficient to predict w.
An important implication is that if we repeat the validation
experiments in a different setting, there is an expectation that
similar X values will be associated with similar w values. In other
words, if we repeat the validation experiment, we should get the
same results. This is because we are sure the experiment has no
“unknown bias” that may alter the quantity of interest, even if
the feature values are the same. However, this is not the case
for any predictor not entirely built using reliable mechanistic
knowledge. Indeed, ML-based predictors are exposed to the risk
of concept drift [16]. This calls for periodic retesting of ML
predictors. We recommend that this is wisely implemented in
the regulatory pathways, following a Total Product Life Cycle
in which part of the testing can be done as part of a conditional
marketing authorisation as part of the periodic post-marketing
surveillance.

It should also be noted that the certainty that no “unknown
bias” exists is rarely the case for biophysical models. Many
of these models result from strong reductionist idealisations
that simply ignore a big portion of the human pathophysiology,
assuming they do not affect the predicted interest. However, this
might not be true, and in these cases, post-marketing surveillance
based on a Total Product Life Cycle approach might also be
advisable.


https://www.fda.gov/files/medical%20devices/published/US-FDA-Artificial-Intelligence-and-Machine-Learning-Discussion-Paper.pdf
https://www.fda.gov/files/medical%20devices/published/US-FDA-Artificial-Intelligence-and-Machine-Learning-Discussion-Paper.pdf
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X. CONCLUSION

The VVUQA process can also be used for ML-based and
hybrid predictors; however, the credibility of these predictors
is demonstrated only concerning the conditions in which the
test sets have been formed. Thus, a Total Product Life Cycle
approach is advisable for these predictors, where the predictive
accuracy is periodically re-tested on new test sets. We recom-
mend that this re-testing takes place as part of the post-marketing
surveillance.

While this position paper states the authors’ current un-
derstanding of the matter, we expect the debate on evaluat-
ing the credibility of data-driven predictors to continue. For
this purpose, a new public debate channel called #credibil-
ity_machine_learning was created on the In Silico World Com-
munity of Practice, a Slack forum operated by the VPH Institute®
. This community is open and free; if you are not a member,
follow the instructions here’ to join.

ANNEX 1 DEFINITIONS

— B is a class of systems that satisfy certain inclusion-
exclusion criteria. Any instance of B is called a System
of Interest (SI).

— Qs the class of all the quantities that can be measured on
the SI.

— The goal is to obtain an accurate quantification of one
member of 2, which we call Quantity of Interest (w),
without measuring it.

— We want to use this quantification for a specific purpose
(Context of Use). In particular, the context of use defines
the maximum affordable error for such quantification to
remain useful to that purpose (acceptable threshold).

— This is possible if the value that w is assumed in the
SI at each instant is in a causal relationship with other
measurable quantities of the SI. In that case, knowing
the values of that vector of quantities X (feature set) and
the causal relation that links them to w we can calculate:
w = f(X(t), t)

— Of course, f{) must be valid for every instance of B; in other
words, the causal relationship must be sufficiently univer-
sal to cover all systems that fit the inclusion-exclusion
criteria. We call this property Universality.

— The accuracy of predictors built from the causal knowl-
edge f{) in predicting w also depends on the internal status
of the SI; the limits of validity for f{) are the two feature
sets X; and Xs. So, f{) is expected to predict w with the
expected accuracy for any X within the region delimited
by X x Xo (region of validity).

Ohttps://www.vph-institute.org/
https://insilico.world/community/join-the-community-of-practice-channels/
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