SUPPLEMENTARY MATERIAL

Table S1: Fluoroscopy and procedure time and use of RAPID mode by learning curve (defined as first 15 cases per site).
	
	Learning curve
	After learning curve
	P*

	Fluoroscopy time (min)
	21 [14-29]
	14 [9-27]
	<0.001

	Procedure time (min)
	120 [86-170]
	105 [60-148]
	<0.001

	Percent of PV circumference treated in RAPID mode (%)
	89 [73-98)
	97 [83-100]
	<0.001


*Wilcoxon rank-sum test
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